Tension pneumothorax during flexible fiberoptic bronchoscopy in a newborn.
A newborn undergoing flexible fiberoptic bronchoscopy before repair of a tracheoesophageal fistula developed a life-threatening tension pneumothorax. The mechanisms of this complication are discussed and recommendations are made for preventing this complication.